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RADIATION AND RECOVERY CORRECTIONS AND TIME CONSTANTS OF 
SEVERAL CHROMEL-ALUMEL THERMOCOUPLE PROBES IN 
HIGH -TEMPERATURE, HIGH-VELOCITY GAS STREAMS 
By George E. Glawe, Frederick S. Simmons, and Tru m a n M. Stickney 

SUMMARY 

Radiation «.nri recovery corrections and time constants were experi- 
mentally determined for several designs of shielded and unshielded ther- 
mocouple probes using chromel-alumel wire. Radiation and time constant 
data were obtained for Mach numbers from 0.3 to 0.9, static pressures 

from \ to 1^ atmospheres, and temperatures from 1500° to 2500° R. Re- 
o o 

covery data were obtained for Mach numbers from 0.2 to 0.9 and static 
1 2 

pressures from — to 1— atmospheres, at room total temperature. A re- 

view of the theory of gas temperature measurements and an analysis of 
the data show that simple empirical formulas can be used to correlate 
corrections for various gas-stream conditions. Tables and graphs are 
presented which show the correction factors of the various designs to 
aid in selecting a probe for a particular application. 

INTRODUCTION 

In performance studies of jet engines, accurate knowledge of the 
gas temperature at the combustor outlet and in the tailpipe is frequently 
reauired. Thermocouple probes are conventional instruments for such 

measurements; however, with these probes, corrections of ^th^ac t that 
magnitude are often necessary. This necessity results from the f ^ct that 
a body immersed in a high- temperature, high-velocity gas stream generally 
attains thermal equilibrium at a temperature different from that of the 
gas. For a thermocouple probe immersed in a low- velocity gas at steady- 
state conditions, a heat balance exists between the convective heat 
transfer from the gas to the probe and the radiation and conduction be- 
tween the probe and external surroundings. At higher velocities an 
additional factor becomes important, namely, the aerodynamic heating 
effect. The effects of the various factors which contribute to the in- 
ability of the thermocouple to indicate total temperature may be expresse 
in terms of corrections to be applied to the temperature indication. 
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These corrections may be termed "radiation and conduction corrections", 
which account for the external heat-transfer effects, and "recovery cor- 
rections", which account for the internal heat-transfer and aerodynamic 
heating effects. 

For transient conditions, a characteristic "time constant", associated 
with a given probe, is also involved. Various investigators have evalu- 
ated these quantities for many different probe designs. Reference 1 is 
a comprehensive bibliography of the subject; reference 2 is a more recent 
work that presents some of the considerations in the,, selection of probes 
for jet-engine temperature measurements. For a given application a com- 
promise of desirable probe characteristics is usually necessary (ref. 2) . 
The present work is concerned with the experimental evaluation of several 
probe designs, hitherto unreported, along with some standard designs which 
have found considerable application at the MCA Lewis laboratory. This 
work is part of the high-temperature-measurements research program being 
conducted at the Lewis Flight Propulsion Laboratory. 
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SYMBOIS 

specific heat of thermocouple wire 
diameter of wire 

convective heat-transfer coefficient 

radiation-correction coefficient 

Mach number 

total pressure 

static pressure 

heat-transfer rate 

radiant heat-transfer rate 

heat -storage rate 

total temperature 

equivalent duct temperature 

temperature of gas surrounding junction 
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e 
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^w 

a 


indicated junction temperature 
time 

recovery-correction factor, (T. - T )/T. 

t g o 

emittance of wire 
density of thermocouple wire 
Stefan-Boltzmann constant 
time constant 
reference time constant 


Subscripts: 
c convective 

f final 

i initial 

k conductive 

w thermocouple wire 

0 reference 


THEORY 

The indication of a temperature probe, in a high -temperature high- 
velocity gas, is the result of a balance among various modes of heat 
transfer. In general, one may write 


*c + «r + *k + 


= 0 


( 1 ) 


where q c is the rate of convective heat transfer between the gas stream 
and the junction, q r is the rate of net radiant heat exchange between 
the junction and the surroundings, q k is the rate at which heat is con- 
ducted out of the junction through the thermocouple wire, and q g is 
the rate of heat storage in the junction. 

It may be concluded that steady- state gas temperatures may be ob- 
tained by adding radiation, conduction, and recovery corrections to the 
thermocouple indication, and that the transient behavior of a thermo- 
couple may be characterized by a parameter termed the time constant. 
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The detailed equations for the particular case of a hare-wire ther- 
mocouple are developed in reference 3 and summarized in reference 2. 
Reference 2 postulates that, for other probe designs, it is possible to 
write 


where the constants of proportionality are functions of the geometries 
of the junction and probe. It is further postulated that the convective 
heat-transfer coefficient h c is proportional to the square root of the 
Reynolds number based on the wire diameter and on the gas properties at 
wire temperature. Therefore, expressions for radiation corrections and 
time constants for these other probe designs can be derived that are 
similar in algebraic form to the radiation-correction and time-constant 
formulas for the bare-wire design treated in reference 3. The equations 
derived in references 2 and 3 are for a standard temperature of 519° R. 
For ease of computation, in the present report the equations are modified 
in order to use a reference temperature of 1000° R. These equations can 
be written as follows: 


Evaluation of the terms K^ ad and for a bare wire in cross- 

flow from relations in reference 3 yields 


q oc h (T - T ) 
^c c ' g w ' 

q oc ae (T$ - l 4 ) 
u r w v d w' 


( 2 ) 


(3) 


and 



(4) 


Radiation correction = 



and 



(6) 


where temperatures are in °R and pressure p is in atmospheres. 


Cd * 


(7) 


and 



1.2p w Cw d 3 /2 


( 8 ) 
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where p w is in pound mass per cubic foot, c v is in Btu per pound 

mass, and d is in inches. (The radiation-correction coefficient K? 

12 Tad 

is 0.89x10 times the quantity K rad used in reference 2} is 0.89 

times the quantity Tq also used in reference 2.) 

The validity of the assumptions leading to equations (5) and (6) is 
subject to experimental confirmation that the quantities K* ad and t q 

are indeed constant over wide ranges of M, p, and T w . If this fact 
were established, such experiments could also give empirical values of 
the constants that would be more reliable than the values which were 
established in reference 2 through a combination of experimental data and 
intuitive theoretical assumptions. The experiments described herein do 
provide such empirical information. 

The conduction correction is not considered separately in this report, 
because the test method did not distinguish between radiative and con- 
ductive modes of heat loss, and because computation indicates that the 
conduction correction is a minor portion of the combined heat-loss 
correction. 

In using thermocouple probes, it is convenient to correct for an 
aerodynamic recovery error by using a recovery-correction factor A 
where 


A = 



( 9 ) 


The quantity A is primarily a function of the Mach and Reynolds 
numbers. Reference 4 shows that for cylinders in crossflow with diameters 
between 0.010 and 0.040 inch 


a_ = /x.v/y^oY/VaV / 5 

A 0 \ p 0/ \ T t/ VO/ 


( 10 ) 


where A q, as a function of the Mach number, is determined for a reference 
diameter d^ at reference values of the pressure Pq and the tempera- 
ture Tq . 

Data, which suggest that similar expressions might be empirically 
established for other probe configurations, are presented in reference 5. 
This reference suggests that the exponent of (p/pq) is about -0.8 for 
various shielded designs and -0.1 for an unshielded wedge. 

For conditions where the conduction error is negligible, equations 
(5) and (9) may be combined to give the total temperature of the gas T^. 
in terms of the junction temperature T v . Then 
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or, approximately, since A << 1, 



In the experiments reported herein, the approximation (12) was 
adequate . 


APPARATUS AND PROCEDURE 
Probe Descriptions 

A photograph and detailed drawings of the probes tested are shown 
in figures 1 and 2, respectively. Probe 1 was used in the tests as a 
standard or reference probe for reasons discussed in the next section; 
probes 2, 3, and 4 were included for purposes of comparison. Probes 5, 

6, 7, 8, and 9 were designed for special test applications at this 
laboratory. All probes had chromel-alumel elements. Some probes were 
constructed with solid ceramic insulators and others used swaged 
magnesium-oxide insulation. Four probes of each type were constructed 
for these tests, in order to provide greater assurance that the results 
were representative of the respective designs. 

Probe 1 is a sonic-aspirated thermocouple similar to those reported 
in reference 6. Probe 2 is a platinum-shielded thermocouple such as de- 

in reference 7. Probe 3 is a semi— shielded thermocouple (ref. c) , 
and probe 4 is a bare-wire crossflow probe (ref. 2). Probe 5 is an un- 
shielded configuration in which the wires were welded and shaped to form 
a wedge. Probe 6 has an element identical to that of probe 5, enclosed 
in a single stagnation shield. Probe 7 has a wedge-shaped element en- 
closed in a venturi-shaped shield. Probes 8 and 9 have elements 
enclosed in a stagnation shield, which in turn is enclosed in another 
shield with provision for aspirating the hot gases between the two 
shields. Probe 8 is a smaller version of probe 9, but it has some con- 
struction changes, which axe shown in the detailed drawings of figure 
2(h). 


Test Methods and Accuracy 

The tests were performed in the high-tenperature tunnel with an 
Inconel combustor section (ref. 9). This facility is capable of producing 
Mach numbers from 0.2 to 1.0 at temperatures from 1000'-' to 3500 £ ana 

pressures from l/z to 2 atmospheres. The arrangement at the test section 
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is shown schematically in figure 3. Radiation and time-response data 
were obtained for Mach numbers from 0.3 to 0.9, static pressures from 
2 1 

2 to 1^ atmospheres, and temperatures from 1500° to 2500° R. The radia- 
tion corrections of probes 2 to 9 were determined by comparing the probe 
readings with those of the sonic-aspirated probe 1, the latter probe 
being virtually free from radiation errors (ref. 6). This con^arison was 
done at any given condition of airstream temperature, pressure, anri ve- 
locity, by moving each probe to the same location in the gas stream. 

This procedure was used because slight temperature and velocity gradients 
existed in the jet cross section under certain flow conditions. 

Time constants were determined by suddenly inserting the test probes 
into the gas stream by means of the pneumatic actuator, shown in figure 
3, and recording the temperature change with time. These tests were made 
in conjunction with the radiation-correction determinations; hence, the 
same range of test conditions was covered. 

The recovery corrections were obtained in a variable-density tunnel, 
the apparatus and instrumentation for which are described in reference 5 . 
Recovery data were obtained for Mach numbers from 0.2 to 0.9 and total 
1 2 

pressures from y to ly atmospheres, at room total temperature. 

The internal accuracy of the high-temperature tests was estimated 
from the following considerations: The thermocouple wire had a calibra- 

tion tolerance of 0.4 percent. The recording potentiometer had a limit 
of error equivalent to 6° F. The probable error of the recovery constant 
determination for the sonic-aspirated thermocouple probe was estimated to 
be 0.5 percent; this error arises from displacement of the thermocouple 
junction relative to the nozzle throat because of the thermal expansion 
and uncertainty of the temperature effect on the ambient recovery correc- 
tion. Assuming that probable errors of wire calibration and potentiome- 
ter indication are about half of the limits of error, the resultant 
probable error is about 0.7 percent of the absolute temperature. 

The radiation corrections were obtained by taking the difference be- 
tween the temperatures of the sonic thermocouple and the probe under 
test conditions after the indications of each were corrected for recovery 
effects. The factor K^ a £ was then calculated by using equation (5) . 

In determining the most probable value of Kj a( j, more weight was given 
to the data in which the difference of T_ - T„ was greater than the 
probable error 0.007 T^.; these data for a given probe were obtained in 
tests at high temperatures and relatively low velocities and pressures. 

A weighting factor J(Tg - T w )/0.007p was used for this purpose. 
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RESULTS 

Radiation Corrections 

For probes 2 to 7 the factor K rad appeared to be constant within 
the scatter of the data. The weighted mean values of K ra( ^ are listed 
in table I; the uncertainties shown are the weighted average deviations 
from the mean. For a bare -wire crossflow probe a theoretical value of 
K* ad ranges from 3.4 to 3.9, assuming emittances for chromel-alumel of 

0.7 to 0.8j thus, the experimental value (3.6 ±0.4) for K* a( ^ obtained 
for. probe 4 is consistent with the theory. The value of K£ a ^ obtained 
for the platinum- shielded thermocouple, probe 2, is in good agreement wi 
the value calculated from data given in reference 7 . Total temperature 
obtained with probe 9 agreed with total temperature obtained with the 
sonic-aspirated probe (probe l) within the experimental accuracy of the 
high temperature tests. The smaller double-shielded aspirated probe (pr 
8) exhibited a radiation error on the order of 3/4 percent at 2500° ft. 

The resultant radiation corrections for probes 2 to 9 in a typical 
set of stream conditions are shown in figure 4. It should be noted that 
the radiation corrections for the unshielded probes would be reduced by 
a factor of 3 if platinum rhodium - platinum wire was used instead of 
chromel 7 alumel . 


Time Constants 


For probes 2 to 7, the factor similarly appeared to be con- 

stant. The mean values of t* are also shown in table I. For the bar 
wire crossflow thermocouple, probe 4, the experimental value 0.40 ±0.03 
was obtained. The theoretical value of t* from reference 3 was 0.43. 


The transient response of aspirated probes 8 and 9 showed a marked 
deviation from a first-order system, and the time required to attain 65 
percent of the step change ranged from 0.3 to 0.7 second for probe 8, 
and 0.6 to 1.4 seconds for probe 9, in the range of test conditions. 

Since the probes are aspirated, these time constants are not directly 
related to free- stream conditions by a relationship such as shown in 
equation (6). An explanation of the marked deviation from a first-order 
system lies in the consideration that the response of the probe involves 
the combined response of the thermocouple and the two radiation shields, 
with each subject to different flow conditions. A typical time-response 
record is shown in figure 5. The general shape of the curve indicates 
a rapid initial response and then a slower response to the final tempera- 
ture level. This latter part of the curve is probably influenced most 
by the slower response of the shields which are of a considerably greater 
mass than the thermocouple . 
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Recovery Corrections 

The reference recovery correction factor A q varies with Mach number 
(fig. 6); these data were obtained at a total temperature of 540° R and 
atmospheric total pressure. The crosshatched regions represent the 
spread in data for several probes. The values of A 0 shown for probes 
1, 8 , and 9 are for critical-pressure-ratio aspiration; the recovery 
correction is independent of the free- stream Mach number. 

The variation of the recovery- correction factor with pressure is 
shown in figure 7 . Table II shows the combined effects of Mach number 
and pressure on the recovery correction. 

For a cylindrical wire in crossflow, the recovery correction varies 
slightly with Reynolds number (ref. 4). In terms of experimentally 
determined quantities, this implies a variation with pressure and tempera- 
ture. Data herein reported show the effect of pressure, but not tempera- 
ture, on the recovery correction. However, if a Reynolds number relation 
exists, then a probe which has an appreciable pressure effect on the 
recovery correction would also have an appreciable temperature effect. 


Conduction Corrections 

Consideration of the Mach number, pressure, and temperature effects 
on the radiation and conduction errors, indicates that for the range in 
which the probes were tested, the conduction error is negligible when 
compared with the radiation error. This is the result of a deliberate 
choice of the highest possible length- to- diameter ratios of the thermo- 
couple consistent with adequate mechanical strength. 


Effect of Aspiration Rate 

Figure 8 shows the temperature indicated by probe 9 with a varia- 
tion in the aspiration rate as measured by the pressure drop across the 
probe (stream total pressure minus pressure measured at point B, fig. 
2(i)); probe 8 yielded similar results. 


DISCUSSION 

The results illustrate quite well that the selection of a probe for 
a given application involves a compromise among desirable characteristics. 
For instance, probes 5 and 6, which are suitable as elements for rakes to 
measure temperature profiles, exhibit very different characteristics. 

Probe 5 has twice the radiation correction but responds 3 times as fast 
as probe 6. Probe 7 shows good characteristics in both respects, but is 
more difficult to fabricate and presents some problems in installation. 
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Where speed of response is not important, probes 8 and 9 perform as 
well as the sonic thermocouple in the range of flow conditions covered to 
within the accuracy of the experiments. These probes, moreover, are 
easier to construct and are more rugged because the wires are in a low- 
velocity region. Also they do not require exact positioning of the ele- 
ment (as is the case for the sonic aspirated probe l) nor demand that a 
critical pressure ratio be maintained across the probe. Hence, they offer 
some advantage over the sonic thermocouple in applications where a pressure 
ratio less than critical is available for aspiration, for example, in the 
tailpipe of a jet engine where the gases through the probe could be ducted 
to the exhaust -pressure region. Comparative performance of these probes 
in more severe requirements, such as very low-pressure combustion studies, 
would require Uprther investigation. 

In general, the unshielded elements exhibit a larger Aq than the 
shielded probes (fig. 6) . However, the variation of A/Aq with pressure 
for the unshielded elements is less than the variation of a/a q for the 
shielded probes (fig. 7). The probes reported in reference 5 show sim- 
ilar characteristics. Thus, in application at low pressures the shielded 
probe can have a recovery error on the same order of magnitude as the 
unshielded types. This situation is more clearly indicated in table II. 

The data clearly show that errors of relatively large magnitude in 
the measurement of gas temperature may result from neglect of the radia- 
tion and recovery corrections for the particular thermocouple probe being 
used. 

The probes described in this report were built for specific ap- 
plications. These applications determined the dimensions of each type 
of design. Systematic determination of the optimum value of certain 
critical dimensions was not made in all cases. In view of these factors, 
the dimensions given may not necessarily be optimum for the particular 
design type. 


Lewis Flight Propulsion Laboratory 

National Advisory Committee for Aeronautics 
Cleveland, Ohio, May 28, 1956 
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TABLE I. - MEAN VALUES OF K^ ad AND T $ 


Probe type 

Probe 

number 

4ad 

T o 

Platinum shielded 

2 

1 . 3_±0 . 2 

0 . 80jh0 . 08 

Semishielded 

3 

3.9±0.7 

1 . 3±0 . 2 

Bare-wire crossflow 

4 

3.6±0.4 

0.4Q±0.03 

Unshielded wedge 

5 

4.8±0.4 

0.4T±0.02 

Shielded wedge 

6 

2.4±0.2 

1.6±0.2 

Venturi shielded wedge 

7 

0 . 7±0 . 2 

0.24±0.01 
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TABLE II. - VARIATION OF RECOVERY-CORRECTION FACTOR A 


WITH PRESSURE AND MACH NUMBER 


Probe 

Total 

pres - 

sure , 

atm 

Mach number 

0.3 

0.6 

0.9 

1 

1.0 

0.040 



0.040 



0.040 




.5 


0.037 



0.037 



0.037 



.2 



0.028 



0.028 



0.028 

2 

1.0 

0.005 



0.016 



0.027 




.5 


0.005 



0.016 



0.026 



.2 



0.005 



0.015 



0.024 

3 

1.0 

0.001 



0.003 



0.004 




.5 


0.003 



0.006 



0.010 



.2 



0.005 



0.011 



0.018 

4 

1.0 

0.007 



0.025 



0.032 




.5 


0.007 



0.024 



0.031 



.2 



0.006 



0.022 



0.029 

5 

1.0 

0.003 



0.013 



0.021 




.5 


0.003 



0.013 



0.021 



.2 



0.004 



0.014 



0.022 

6 

1.0 

0.001 



0.003 



0.004 




.5 


0.002 



0.004 



0.006 



.2 



0.003 



0.007 



0.010 

7 

1.0 

0.005 



0.016 



0.023 




.5 


0.005 



0.016 



0.023 



.2 



0.005 



0.015 



0.021 

8 

1.0 

0.005 



0.005 



0.005 




.5 


0.005 



0.005 



0.005 



.2 



0.004 



0.004 



0.004 

9 

1.0 

0.005 



0.005 



0.005 




.5 


0.005 



0.005 



0.005 



.2 



0.004 



0.004 



0.004 
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16 

K-jL^J 

32 



1/32” Inconel end 
cap, welded on^ 

1/4” Diam. inletA : |l/±" 

— t ~ 1 


Heliarc nozzle 
in place 

A r 

24 -Gage chromel- 

alumel thermocouple - 
Nozzle section 

at 0.090” throat ,_ 0 

45 u Chamf erred 


A-A 


B-B 

0.014” Inconel guide fins; 
spot weld to insert 


3/8" 0.D.X0.031” 
wall Inconel tube 


Note: Thermocouple insert should 

be aerodynamically positioned 
for junction to be at sonic 
point . 



Thermocouple insert, 
swaged construction, 
Inconel tubing, 

1/8" final O.D. 


(a) Probe 1. Sonic aspirated. 
Figure 2. - Probe details. 


Tubing compres- 
sion fitting 
3/8”xl/8”Xl/2" 
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A-A 


2-Hole 




Ob) Probe 2. Platinum shielded. 


(c) Probe 3. Semishielded. 



(d) Probe 4. Bare -wire crossflow. 


Figure 2. - Continued. 


Probe details. 
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20-Gage chromel- 
alumel 

thermocouple 


1/2” Rad. 

Swaged-construction, 
Inconel tubing, 

3/16” final O.D. 


1/4” O.D. 
Inconel 
shield — ^ 


■ 8 Holes, 
v 0.040"-drill 


20-Gage chromel- 
alumel thermocouple- 



i 

\ 

— ] 3” 


L Welded 

16 



3” » 

-l"- 


8 

4 


_ 5” 


u 3” 

8 

4 


Swaged- construct ion, Inconel 
tubing, 3/16” final O.D. 


(e) Probe 5. Unshielded wedge. 


(f) Probe 6. Single -shielded wedge. 


1/8" Throat-^g 0 


24 -Gage 
chromel- 
alumel 

thermocouple 

Welded 

Swaged construction, 

Inconel tubing 
1/8” final O.D. 

1/4" O.D. Inconel 
tube ends rolled 
down and welded — ' * 

(g) Pr.obe 7. Venturi- shielded wedge. 
Figure 2. - Continued. Probe details. 




fl w 

JjDiam. 


j > u | 1 MM || ^ r1 ■ 


"•ha r^TriglK'ai 




18 


MCA TN 3766 



CA-3 back 5023 




KACA TN 3766 


19 




(i) Probe 9. Double -shielded aspirated. 
Figure 2. - Concluded. Probe details. 
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Indicated junction temperature, T , °R 
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Figure 4. - Radiation corrections. Mach number, 0.3; static pressure, 1 
atmosphere; (equivalent duct temperature )* « (indicated junction tem- 
perature) 4 ; chrome 1-alumel wire. 
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Figure 6. - Variation of reference recovery-correction factor Aq with Mach number, at reference condi- 
tions. Total pressure, 1 atmosphere; room tota], ”temperature. 
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Indicated junction temperature 



